A5-15-"21 8548 FROM-whitehall FPD
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WHITEHALL VILLAGE
POLICE DEET.
DATAMASTER dmt: 113806

Date: 05/16/2021

OPERATOR MNAME;

BRYAN J GRECO

Permit #; 44077

Operator Agency/Dept: WHITEHALL VILL. E.D,
Reference Standard #: 21020

Neminal = .10 g/210L

BLANE TEsT ‘ 0.00 01:48
INTERNAL STANDARD VERIFIED 01:49
REFERENCE STANDARD TEMP 33.99¢c

REFERENCE STANDARD 0.10 01:49
BLANK TE3JT 0.00 01:50
REFERENCE STANDARD TEMP 33.99%

REFERENCE STANDARD 0.1¢ 01:50
BLANEK TEST 0.00 01:51
REFERENCE S5TANDARD TEMP 33.99¢

REFERENCE 5TANDARD 0.10 01:51
BLANK TEST 0.00 01:52

R12499357 T-776 PORR1/0001 F-140
[EEX Y : : e T T 40,
Alcohol {g/2101) ;

O, 18- """~ Flow Rate{L/M} | H 6,
0. 18- 32,

i .
(| S R SR S 75
;
T e U SRRSOV SOOI OO P TN SO S S 24
{
0.10 * 20,
:
0- 08..... .. T e e 16'
F R ] eSS SR SRS SO \,.: .............................. 12,
PPN SN R ' 9.0
] |
0, QR Jrremes gt e e ve AN i, 1.0
!
/ 5
0.00 i ! : 0.0
1} 5 10 15 2a 25 30
a,24q T T H a0,
‘ Alcohol {g/210L) ;
o.1gf-4----- Flow Rate (L/M)  Jeoioeen, 136 .
- :
I T WS NPT ORI 52
a.14 i e e 78
0.12 ........................... 24_
[0 ) A TP PP SR P ST ST 50,
[ e Fo P TP ST SRS SO 16,
i
0.0 I A 12,
0.04 e ¥ et E.Q
’ ¥
0.02[ ————— e R NN S a ............ 4 .0
0,00 i ! .o
] 10 15 20 25 30
0.20 : T ; ; 40,
Alcohol (g/210L) i
0,184~ ---- Flow Rate(L/M) : 35 .
L I S s T 32,
PSR 11 U SN ST R S I ke
i | O SO SO A S S sy
0.10 20,
0.08, 6.
.05 1z,
{
] e S USSR SR SO .
0.02 4. 0
Q. 00, 0.0
20 25 30




